[Comparison of 2 semi-quantitative methods for evaluating blood glucose in newborn infants].
Blood glucose levels were assessed in 49 neonates, using 2 blood glucose test strips. Results were compared to blood glucose levels. Correlations between values from the test strips and values from the laboratory were better using the Haemo-Glukotest (r = 0.91) than using the Dextrostix (r = 0.82). As compared to values from the laboratory, however, both glucose test strips gave higher values and did not properly identify all cases of hypoglycemia.